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and a small handle on the micrometer wheel to prevent the
graduations wearing off.

The framework A is lightly  hung  from a swing arm,
which allows  free vertical  movement  of the framework

FIG. 51.
carrying the bar, and is counter-balanced by a heavy brass
weight at the back end. The arm is arranged to move
through the pivoted block at the top of the supporting
column H, mounted on a tripod-shaped base; and is
adjusted so that when the test bar is in the clips, the
whole is evenly balanced. A thermometer is hung close
to the measuring apparatus, to add corrections whenever